Electrochemical microdevices for rapid and on-site determination of the minimum inhibitory concentration of antibiotics.
A tool for rapid selection of appropriate antibiotics may be useful to maximize the benefits of their effectiveness against severe infectious diseases. In this study, we propose a microdevice that works with surface tension-driven sample introduction and impedance measurements for on-site, rapid estimation of suitable antibiotics.